Qualitative Analysis Report

Data Filename  TOX21_201856_TMS.
Position 11
User Name Long

User Chromatograms

D Sample Name NCGC Tox21_201856 from A1l SP109778
Instrument Name 5975C_MR
Acq Method C1_28-0_2_520_mt384_sndv.M

x10 6

14
0.8+
0.6
0.4+

0.2

0

+ TIC Scan TOX21_201856_TMS.D

8 9 10 11 12 13

14 15 16 17 18 19 20 21 22 23 24 25 26 27
Counts vs. Acquisition Time (min)

GC1 - A:Flame lonization Detector Signal #1 Translated from ChemStation FID1A.CH Signal File T...

ﬂ ﬂ l 9.665 12.110

16.450

21.430

8 9 10 11 12 13

14 15 16 17 18 19 20 21 22 23 24 25 26 27
Response Units vs. Acquisition Time (min)

MW Confirmed, Purity>90%

Br Br

HO

OH

PubChem 5
- Agilent Technologies Page 1 of 5 Printed at: 10:22 AM on: 5/14/2014


http://pubchem.ncbi.nlm.nih.gov/summary/summary.cgi?sid=144209054

Qualitative Analysis Report

User Spectra

Spectrum Source
Peak (1) in "+ TIC Scan"

x103 |+ Scan (7.650-7.696 min, 9 Scans) TOX21_201856_TMS.D Subtract
14
77.0
05 120.0 170.0
0.6
0.4
02 64.0 200.0
: 9o 470 ‘ m 999 142.9 1890
0 - |I||I. I|.| | " |||l|| . I | I | Il ‘ |I L | Il |.

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (2) in "+ TIC Scan"

<10 4 |+ Scan (7.713-7.806 min, 17 Scans) TOX21_201856_TMS.D Subtract
126.0
5,
4,
3 69.0
2] 78.0 173.0
450 61.0
1’ 28.0 ‘ 56 0| 147.0
: 97.0 :
04 15.0 || L ||| Lol A 85.9 J ] 114.0 | ] | 191.1

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (3) in "+ TIC Scan"

x103 |+ Scan (7.997-8.078 min, 15 Scans) TOX21_201856_TMS.D Subtract

175, 126.0

1.5
69.0
1.251 141.0

14
0.751 78.0

0.5 28.0 56.0

113.9
2] 179 “\ M\ \\ \‘\\ ALl \g\ﬂo | 1550 169.9 18%\3-0

20 30 40 50 60 70 80 90 100 110 120 130 140 150 160 170 180 190 200 210 220
Counts vs. Mass-to-Charge (m/z)

- Agilent Technologies Page 2 of 5 Printed at: 10:22 AM on: 5/14/2014



Qualitative Analysis Report

Spectrum Source
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Spectrum Source
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Spectrum Source
Peak (10) in "+ TIC Scan"

<10 5 |+ Scan (16.421-16.479 min, 11 Scans) TOX21_201856_TMS.D Subtract
1 73.0
103.0
0.8
0.6-
0.4-
147.0

0.21 45.0 ‘ | 1689 237.0

o151 | L ||.I 207.0 “ 300.9 327.0 390.9

20 40 60 80 100 120 140 160 180 200 220 240 260 280 300 320 340 360 380
Counts vs. Mass-to-Charge (m/z)

Spectrum Source
Peak (11) in "+ TIC Scan"

x104 |+ Scan (21.403-21.472 min, 13 Scans) TOX21_201856_TMS.D Subtract
5| 75.0 313.3
4,
3,
2 43.1 103.0
Py
0 Tl .“|I | 1290 1571 1851 2272 2552 297.2
20 40 60 100 120 140 160 180 200 220 240 260 280 300 320

Counts vs. Mass-to-Charge (m/z)

--- End Of Report ---

Agilent Technologies Page 5 of 5 Printed at: 10:22 AM on: 5/14/2014



	structure: 
	viz: 
	pc: 
	gg: 


